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Anchorage is one of the major issues for orth-
odontic treatment success. Missing permanent 
teeth and non-compliance of the patients can pose 
anchorage problems during treatment.  To elimi-
nate these problems, intraoral skeletal anchorage 
systems, such as palatal implants1, retromolar 
implants,2 onplants,3 zygomatic ligatures,4 minis-
crews5-9 and miniplates10,11 have been introduced 
to clinical use. 
Currently, miniscrews and miniplates are being 
widely used because of their small size and supe-
riority over endossous implants due to the fact that 
they can be immediately loaded. Miniplates basi-
cally have the same features with the plates used 
in maxillofacial surgery. Unlike these miniplates, 
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orthodontic miniplate’s one end is fixed to the cor-
tical bone and the other end has attachments to 
engage orthodontic auxiliaries. 
Umemori et al,11 and Jenner and Fitzpatrick12 
were the first ones to use maxillofacial bone plates 
for skeletal anchorage in orthodontics. Since then, 
mini-plate design variations have been introduced 
like MPI (Tasarımmed, Istanbul, Turkey),10 Bol-
lard Mini Plate(Surgitec, Bruges, Belgium),13 C-
tube miniplate (KLS Martin, Umkirch, Germany),14 
and Surgitec Zygoma Anchor Miniplate (Surgitec, 
Bruges, Belgium).15 With the aid of miniplates, 
intrusion of single or groups of teeth, alignment 
of severe crowding, correction of severe Class II 
malocclusion, and management of anterior open 
bite have been accomplished succesfully.10,11,14,16 
On the other hand, besides these successful case 
reports clinical studies regarding miniplates had 
reported high failure rates of  7 - 8.6%. Inflamma-
tion around the neck and the forces effecting on 
the stability of the fixation screws are shown to be 
the reasons for these failures.17,18 Veziroglu et al19 
that, inadequate design and non-homogeneous 
force distribution along the anchorage system can 
cause stress directly effecting on the screws and 
may impair screw stability. They also added that, 
mobile plates can irritate the surrounding tissues 
and may be the reason for initiating or aggravating 
the inflammation around the neck of the miniplate 
piercing the oral mucosa.
A design that prevents the stress acting non-
homogeneously on the fixation screws can be a 
solution to avoid mobilization of screws, and con-
sequently inflammation that may arose due to mo-
bilized screws. 
With the use of three dimensional finite ele-
ment method (FEM), load transfer of orthodontic 
forces from the screws to the bone and the stress 
distribution around these can be effectively evalu-
ated.17, 20, 21  
Thus, the aims of this FEM study were to (1) 
design a new miniplate structure featuring spikes 
placed on the surface facing the cortical bone, re-
ferred as spiky miniplate, and (2) compare with the 
use of FEM the force distribution along the con-
ventional miniplate-screw system and the newly 
designed spiky miniplates inserted to the cortical 
bone.
MAtErIALs AND MEtHODs
This study was carried out by Yeditepe Uni-
versity Faculty of Dentistry and Ay Tasarim Ltd.. 
Nextengine (NextEngine Inc. Santa Monica, Cali-
fornia 90401 USA) laser scanner was used for 
three-dimensional scanning and Rhinoceros 4.0 
(3670 Woodland Park Ave.,Seattle, WA 98103 USA) 
three-dimensional software modeling and Algor 
Fempro (ALGOR, Inc. 150 Beta Drive Pittsburgh, 
PA 15238-2932 USA) softwares were used for 
analysis. All the materials used were predefined 
as homogeneous and isotropic. Titanium mate-
rial used in this FEM study was pure titanium. The 
characteristics (Elasticity modulus and Poisson’s 
ratio)22 of the materials are given in Table 1. Corti-
cal bone thickness was assumed as 1.5 mm in the 
models.23,24  The screws used in the study had  a 
diameter of 2 mm and a length of 5 mm. The di-
mensions of the miniplates are given at Figure 1a, 
b. The interface between the screw and the host 
bone was assumed to be fully bonded, consistent 
with screw-material interfaces. The spikes had a 
length of 0.7 mm and a base diameter of 0.6 mm 
and are assumed to be fully penetrated into the 
bone. The miniplate and cancellous bone were 
subtructed from the cortical plate using Boolean 
method.25  This enabled the transfer of force in fi-
nite element analysis software. The models were 
fixed at the lower and lateral surfaces to keep fixa-
tion sites away from the experimental region.
 Three different experimental designs were 
used. In all of the designs, 200 g force was applied 
at the same point to the miniplate towards the 
same direction (Figure 1a).
New spiky miniplates and the conventional 
plate tested in the study were modelled by using 
Rhinoceros 4.0 software. The three models ob-
tained were as follows (Figure 2):
1. Conventional miniplate design with two 
screw holes
2. Newly designed miniplate with four spikes 
with two screw holes
3. Newly designed miniplate with four spikes 
with single screw hole
rEsuLts
The maximum stress values created on the 
miniplates and screws are given in Tables 2 and 3 
and the data for bone are given in Table 4.  
Several terms had been used throughout the 
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manuscript for the parts of the screws and spikes 
according to their localization. For the two-holed 
miniplates, the term ‘near screw’ has been used 
for the screw that is adjacent to the lever arm. The 
term ‘far screw’ was used for the distant screw. 
Similarly, for the spikes the terms ‘near spikes’ 
and ‘far spikes’ had been used.
MINIPLAtE
In all of the miniplates the most increased level 
of stresses were seen at the neck of the miniplates 
and the point where the force was applied (Table 
2, Figure 3a-c). The maximum stress values for 
one-holed spiky miniplate were located around 
all of the spikes; whereas for the two-holed spiky 
Figure 1. a. Dimensions of the miniplates and the direction of the force applied b, 
lateral view and dimensions of the two holed spiky miniplate.
Figure 2. Miniplates used in the study: 1, conventional plate with two screw holes 2, 
spiky miniplate with two screw holes 3, spiky miniplate with one screw hole.
Figure 3. Stress distribution on the miniplates a, conventional miniplate b, two-holed spiky miniplate c, one-holed spiky miniplate.
Figure 4. Stress distribution on the screws a, screws of the conventional miniplate b, screws of the two-holed spiky miniplate c, screw of the one-holed spiky miniplate
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miniplate, they were located at the near spikes. 
The highest stress value recorded for the spikes 
was 43.58 MPa for the one-holed spiky miniplate. 
When the highest stress values around the screw 
holes were evaluated, similar stress values were 
observed (Table 3).
scrEW
In all the screws, except the far screw of the 
two-holed spiky miniplate, the highest stress level 
was recorded at the neck (Figure 4). The highest 
stress value was 13.32 MPa at the near screw of 
the two-holed conventional miniplate (Table 2, Fig-
ure 4a). For the two holed spiky miniplate, almost 
no stress was observed at the far screw (Figure 4b).
cOrtIcAL bONE
The data related to the cortical bone that is in 
contact with the fixation screws are given in Table 
4. The maximum stress recorded for the bone was 
around the near screw in the two-holed conven-
tional miniplate (Figure 5a, 6a). 
For the two-holed spiky miniplate, the high-
est stress was found at the region where the near 
spikes entered the bone (Figure 5b, 6b). 
For the one-holed spiky miniplate, at the corti-
cal bone level, the highest stress level was found 
at the region where the spikes entered the bone 
(Figure 5c, 6c).
The maximum tension and compression stress-
es seen at the cortical bone around the near screw 
at the two-holed conventional miniplate were 1.51 
and -1.34 MPa, respectively (Table 4). 
DIscussION
In the present study, two newly designed mini-
plates were tested with three-dimensional FEM. 
The biologic changes due to osseous loading could 
not be examined within this study. However, three-
dimensional FEM studies provide the following ad-
vantages for the researchers working orthodontic 
force systems.19
1- Simulate oral structures in vitro 
2- Simulate the orthodontic force system ap-
plied clinically
3- Analyze the response of the bone and the 
materials used
4- Several experimental designs can be simu-
lated for numerous times keeping the properties 
of the materials unchanged 
5- Newly designed appliances can be tested in-
vitro and non-invasively before clinical use
Type of the material Elasticity Modulus Poisson’s Ratio
Titanium 117,000 0.34
Spongious bone 1500 0.3
Cortical bone 15,000 0.33
Model 1 (Two-holed classical) Von Mises Stress (MPa)
Plate 34.16
Near Screw 13.32
Far Screw 3.91
Model 2  (Two-holed spiky)
Plate 23.19
Near Screw 3.81
Far Screw 0.38
Model 3 (One-holed spiky)
Plate 43.58
Screw 6.61
Model 1 (Two-holed classical) Von Mises Stress (MPa)
Near Hole 3.02
Far Hole 1.01
Model 2  (Two-holed spiky)
Near Hole 2.88
Far Hole 1.55
Model 3 (One-holed spiky)
Hole 2.62
Maximum Principle
(tension) (MPa)
Minimum Principle
(compression) (MPa) Model 1 (Two-holed classical)
Cortical bone around near screw 1.51 -1.34
Cortical bone around far screw 0.46 -0.40
Model 2  (Two-holed spiky)
Cortical bone around near screw 0.65 -0.80
Cortical bone around far screw 0.08 -0.03
Model 3 (One-holed spiky)
Cortical bone around screw 0.63 -0.62
Table 1. Characteristics of the materials utilized.
Table 2. Highest stress values in the miniplate and screws.
Table 3. Highest stress values on the miniplates around the screw holes.
Table 4. Highest stress values in the cortical bone surrounding the screws.
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The three-dimensional FEM was preferred be-
cause of the advantages described above prior to 
clinical application. 200 g force that is usually used 
in clinical practice was applied to the miniplates.26 
As a control, a conventional miniplate that is rou-
tinely used in practice was chosen. The data for 
the new miniplates were compared with those of 
the conventional one.
Figure 5. Maximum principle(tension) stress distribution on the cortical bone with a, conventional miniplate b, two-holed spiky miniplate c, one-holed spiky miniplate.
Figure 6. Minimum principle(compression) stress distribution on the cortical bone with a, conventional miniplate b, two-holed spiky miniplate c, one-holed spiky miniplate.
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The results of this study revealed remarkable 
difference in the stress distribution at the corti-
cal bone that is in contact with the fixation screws 
between the conventional and the newly designed 
miniplates. Also the fixation screws received al-
most half of the stress values for the new mini-
plates. These results support that biomechanical 
properties of the miniplates were remarkably im-
proved. 
When the two-holed spiky miniplate and two-
holed conventional miniplate were compared, the 
highest tension and compression stress found at 
the cortical bone around the near screw at the 
new spiky miniplate was almost half of the con-
ventional one (Table 4). As for the far screw of the 
spiky miniplate, there was almost no stress at the 
cortical bone. Similarly the stress level at the body 
of the screws also showed substantial decrease 
when spiky miniplate was used which had almost 
no stress at the far screw (Figure 4b). Compari-
son of the one- and two-holed spiky miniplates re-
vealed the same amount of tension and compres-
sion stresses of 0.63 and 0.65 MPa and -0.62 and 
-0.80 MPa, respectively (Table 4).
When the one-holed spiky miniplate and two-
holed conventional miniplate was compared, even 
though one-holed spiky miniplate had only one 
screw, the maximum stress around the screw 
was half of the conventional one (Table 4). When 
the data for the screw material was compared, the 
single screw at the one-holed spiky miniplate was 
found to carry half of the stress of the near screw 
in the two holed conventional miniplate had (Table 
2, Figure 4).
The failures of miniplates can generally be at-
tributed to two major reasons; stress directly af-
fecting the screws and inflammation.17,18 Stability 
of the miniplates is directly affected by the stability 
of the fixation screws. Applied forces to the mini-
plates are transmitted to the screws which create 
stresses especially on the near screw that may 
impair the screw stability.19 With the conventional 
plates, load of the orthodontic forces are directly 
transferred from the plate to screws, whereas with 
the new ones, spikes act as an barrier before the 
load reaches the screws. 
Non-homogenous stress distribution on the 
fixation screws is not the only reason for the fail-
ures. The reason for the screw loosening is not 
clear, but Choi et al17 reported that it might also be 
due to insertion technique, force level, force dura-
tion, patient’s oral hygiene or thickness of cortical 
bones.
Haug et al27 reported that the stability of the 
miniplates can be improved by increasing the 
number of the fixation screws. However, with re-
spect to failure rates, no significant statistical dif-
ference was found between the plates with differ-
ent number of screws.17 As a result of the present 
FEM study, remarkably lower stresses on the fixa-
tion screws between the conventional miniplates 
and the new ones have been observed. These re-
sults should also be evaluated regarding failure 
rates. Also, in time, resorption can occur at the 
bone around the spikes, and the stresses around 
the screws may increase. In vivo studies are nec-
essary to investigate possible histological changes 
to ensure the safety and the stability of the newly 
designed miniplates. 
Cortical bone thickness is one of the major 
factors for the success rates of the miniscrews. 
In this study, an average of 1,5 mm cortical bone 
thickness was modeled.21,22  When the average 
thicknesses for the cortical bone was considered, 
a length of 0.7 mm for the spikes was estimated to 
be safe in order not to protrude from the cortical 
bone. If the cortical bone thickness is thin like in 
vertical-growing patients, then the success rates 
of miniscrews may be lower than for the average 
or horizontal-growing patients.28 In the light of 
this knowledge it becomes obvious that maximum 
support from the cortical bone should be obtained. 
Spikes on the newly designed miniplates decrease 
the stress on the screws providing more homoge-
neous support from the cortical bone.   
The major disadvantage of the miniplates is 
that they must be placed surgically. The advantage 
of one holed new miniplate is that it can be used 
with a smaller incision. If there is enough kera-
tinized gingival height, one holed miniplate can 
be applied with the use of a punch to excise the 
soft tissue. Thus, the miniplate can be applied with 
very small surgery with no incision or sutures. 
cONcLusION
This study reported the newly designed mini-
plates featuring spikes placed on the surface fac-
ing the cortical bone. The FEM study revealed that 
the new miniplates are highly efficient in reducing 
stress on the fixation screws. Clinical studies on 
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the failure rates of new miniplates should be car-
ried out. 
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